[Mounting devices for screening blocks on the linear accelerator--the drawbacks and modifications].
Block mounting devices for linacs--drawbacks and modifications: Shielding blocks are often used in radiotherapy. They are fixed on the linac's head by means of standard accessory mounting devices. The disadvantages of these parts are discussed and two modifications are presented: One device with adjustable focus-support distance for standard lead blocks and another with gliding planes to insert easily the heavy individually formed shielding blocks. Errors in mounting of all these devices are very dangerous, so we developed a simple locking lever providing a high security.